The routine determination of some group 1 and group 2 metals is important because of their biological, physiological and industrial relevance. Flame atomic emission spectrometry, or flame photometry (FP), is well-suited to the determination of several alkali and alkaline earth metals which are easily ionized in a gas flame. Here, we consider the application of flame photometry as a simple but sensitive analytical method which is normally restricted to the determination of one element at a time. We have demonstrated the use of a new multi-element instrument for the simultaneous determination of four cations, namely Li + , Na + , K + and Ca 2+ in six different brands of soy sauce currently available in the UK. The Na + concentrations are compared with quoted nutrition values given on the product labels, and found to be in very good agreement for "low-salt" soy sauce, but some departures were noted in the higher salt products, the present results indicating higher salt content than the supplied data. Li + concentrations were below the detection limit (i.e., <1 mg/L under the conditions used in this study). This demonstration study has shown multi-element flame photometry to be a straightforward means of analysing water-based products that could be more widely adopted for many different applications. Typical maximum concentrations for the direct analysis of aqueous solutions were found to be 50 mg/L (Li + ), 200 mg/L (Na + , K + ) and 1000 mg/L (Ca 2+) . Although not the primary goal of this study, we noted some variance between the present results and values quoted on some of the products. This may relate to the use of indirect methods for estimating salt (sodium) concentrations. The use of flame photometry, however, would provide a rapid measurement of important cations in a wide range of applications.
Introduction
Quantification of the most common group 1 and group 2 metal ions in solution is relevant to many technological and medical areas. The alkali and alkaline earth metal ions, such as lithium, sodium, potassium, magnesium and calcium are important biologically and physiologically, as well as being relevant to many industrial processes. Thus, the routine, accurate and reliable quantification of sodium, potassium and calcium is particularly important in a wide range of applications.
Flame atomic absorption spectroscopy (FAAS) is one of the most commonly-used analytical techniques in laboratories for the determination of individual elements. FAAS superseded flame photometry (FP, or flame atomic emission spectrometry) for the accurate determination of a wide range of elements. However, FP remains a simpler, cost-effective and robust technique which is ideally-suited to the quantitative determination of the most easily ionizable metals which are detectable through their characteristic emission spectra.
The first flame photometers were developed and became available commercially in the 1940s (Barnes et al., 1945) . Until recently, however, both FP and FAAS were restricted to the measurement of a single element at a time. However, one of the aims of the present study is to demonstrate a flame photometer capable of the simultaneous determination of five elements, namely Li, Na, K, Ca and Ba. In this paper we describe the use of a new instrument and illustrate its application to the quantification of four of the above elements in commercial soy sauce samples. In the case of sodium, this allows the results for each product to be compared to the nutritional information supplied by the manufacturer on the product packaging.
The use of flame photometry for the determination of salinity in various foods has attracted further interest in the past here, we analyse six locally purchased products. Other than sodium (chloride), the quantification of other specific metal cations has hitherto been unreported to the present authors' knowledge, and as such this not only represents an examination of the use of flame photometry, it is also relevant to food quality monitoring.
"Salt" content in such products is commonly calculated based on Mohr's titration method for chloride ion using silver nitrate solution, or from conductivity measurements. However, as indicated by other authors (Chen et al., 2005; Vieira et al., 2012) , such indirect methods do not provide unequivocal determinations of sodium, and, importantly, may be unlikely to account for any other sources of sodium that may be present. 
Experimental

Materials
Methods
As mentioned above, the BWB XP flame photometer (BWB Technologies, Newbury, Berks., UK) was used in this study. Propane gas was the fuel supply and the flame was set to the manufacturer's recommended height of ~10 mm. The photometer was allowed to reach its working conditions for 45 minutes with continuous deionized water aspiration before calibrating.
Calibration of the flame photometer according to the manufacturer's instructions was carried out immediately before making sample measurements. Solutions of known concentrations of Li + , Na (Table 2) . Duplicate measurements were made on each solution, and a background (deionized water) reading was also taken for each element. The six commercial products (Table 1) were diluted with deionized water by a (volume) factor of 1000 (using calibrated Gilson pipettes and class A polypropylene volumetric flasks), and analyzed using the BWB XP instrument in multi-ion mode to determine the four cations indicated above (Ba 2+ was not analyzed during the course of this work).
Errors in the analyses arose mainly from each of the dilutions, and are estimated as 0.1%. However, the quoted errors obtained by averaging replicate analyses are larger.
Results and Discussion
Instrument Calibration
Each of the calibration plots relating the response of the flame photometer to cation concentration showed excellent linear relationships, with determination coefficients 0.994. The linear regression equations that were subsequently used www.ccsenet.org/ijc
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Cation Concentrations in the Soy Sauce Samples
Analysis of each diluted soy sauce sample was carried out exactly as for the calibration solutions. Duplicate measurements were made on each sample and the results were averaged. In our analyses, lithium concentrations were found to be below the detection limit (0.1 mg/L for all cations, estimated from the calibration data and baseline results for deionized water), but as suggested by a reviewer, it would be appropriate to try to identify this cation using lower dilution factors. However, for the present, only concentration data for the remaining three elements are presented for the various samples.
Thus, sodium, potassium and calcium are shown in Figure 2 . These are seen to vary from sample to sample, although the cation concentrations are generally in the same respective ranges. Some specific differences are apparent however, as samples B and D are comparatively low in potassium, whilst samples A and D are higher in calcium.
The sodium concentrations are seen to fall into two categories (Figure 2a ) which we term "high-salt" (samples A, B and C) and "low-salt" (samples D, E and F), which approximate to >50,000 and <50,000 mg/L salt, respectively. Product E is specifically retailed as being "reduced-salt".
On the other hand, the potassium concentrations are more variable and are seen not to follow the sodium concentrations in any systematic way. The calcium concentrations are intermediate between the sodium and potassium values and, if anything, are relatively similar from sample to sample. Table 4 summarizes the sodium concentration data obtained for the six soy sauce samples, and compares these with manufacturers' nutrition labels given on the product packaging. Also shown are the ratios between the experimental sodium concentrations and those quoted by the manufacturers. The latter are also seen to fall into the same two categories indicated above -the "high-salt" products A, B and C for which the measured values exceed the manufacturers' figures by a factor between 1.3 and 2.1, and the "low-salt" products D, E and F for which the experimental values are in excellent agreement with the manufacturers' data. Since all the soy sauce brands studied are supplied in glass bottles, it is possible that a small increase could have originated through dealkalization of glass. However, apart from this being expected to apply to all the samples, it is clearly not evident from the data. More likely, it would be expected that sodium is present in the products in forms other than sodium chloride. nanofiltration (Luo et al., 2009; and electrodialysis (Fidaleo et al., 2012; are two examples in which salt concentrations (and sodium concentrations by inference) have been determined by indirect means, and which could benefit from the direct analysis as described in the present work. Likewise, in other industries where desalting is also an important consideration, for example in the refining of crude oil, flame photometry could also be used to provide process efficiency information.
Conclusions and Implications
Flame photometry is a relatively old analytical technique, but with modern developments it provides a simple but robust method to determine alkali and alkaline earth metal cations in a variety of situations, from laboratory to field. In addition, the ability to determine these metal ions in a variety of familiar products can also be applied in many different teaching and learning situations (see also LaFratta et al., 2013; Moraes et al., 2014) , exemplifying the value of such analytical methods in fields as diverse as mining and medicine.
Thus, the present demonstration study has shown multi-element flame photometry to be a straightforward means of analysing water-based products that could be more widely adopted for many different applications. Concentrations as low as 1 mg/L (ppm) and possibly lower, and as high as 50 mg/L (Li + ), 200 mg/L (Na + , K + ) and 1000 mg/L (Ca 2+ ) can routinely be achieved using the BWB instrument, which is a range that is satisfactory for many applications.
Although it was not the primary goal of this study, we have noted some disagreement between our results and the Na + (or NaCl) concentrations accompanying the different products. Since the US Food and Drug Administration's recommended intake of sodium is no more than 2400 mg per day, the results indicate that consuming 25 mL of the product with the highest sodium level will exceed this recommendation (Food and Drug Administration, 2012) . Studies continue to address dietary salt intake (Brown, 2009 ) and the salt content of various foods (e.g., Jaworowska et al., 2012) , and generally show higher-than-recommended levels in particular population groups (Tian et al., 1996; Yu et al., 2014) , although some possible beneficial consequences should never be ruled out (Kurosawa et al. 2006) , which indicates the need for further careful epidemiological and analytical research into this topic.
